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having a special groove to retain the platinum heating coil. A thermo-couple pyrometer P is inserted through the cover, and a stream of gas can be supplied through the pipe H.
FIG. 65.—Howe's crucible furnace.
(2) Furnaces with Carbon Resistors.—This class includes tube, crucible and muffle furnaces having an external carbon resistor for the production of heat. Furnaces having a carbon tube which itself forms the resistor are considered in the next class, as resistor tube furnaces. The following examples may'be given:
The Lampen Tube Furnace.—This furnace, described, by A. Lampen,1 consists of a graphite tube T T, Pig 66, heated by a resistor
1 A. Lampen, "An Electrical Resistance Furnace for the Measurement of Higher Temperatures with the Optical Pyrometer," Jour. Am. Chem. Soc., xxviii, 1906, p. 846.n be used in the horizontal position or vertically.
